
Cell TestG4212B

The test compares the lamp intensity of the Max-Light Cell and the Max-Light Test Cell. The 
intensity ratio is an indicator of the amount of light absorbed by the flow cell.
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Passed

Item Value Result

Accumulated UV Lamp On-Time 64,68 h Done

UV Lamp On-Time 0,52 h Done

Cell Product Number G4212-60007 Done

Cell Serial Number DE43804778 Done

Cell Name Max-Light Cell Done

Cell Type 60 mm/4 µl Done

Lamp Product Number 5190-0917 Done

Lamp Serial Number J72986 Done

Lamp Type Automatic Mode Done

Intensity Integral with Test Cell 16.520.353 Done

Intensity Integral with Flow Cell 23.715.283 Done

Intensity Ratio 1,44

Minimum Intensity Ratio 0,2 Passed

Finished at 17.07.2024 11:27:33

Started at 17.07.2024 11:25:34 by FIBRESTORE-8570\Benutzer1 on FIBRESTORE-8570 
using Agilent Lab Advisor - Version 2.20.543 - Advanced
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